FTIR spectroscopic techniques have been shown to possess good abilities to analyse ballpoint pen inks. These in-situ techniques involve directing light onto ballpoint ink samples to generate an FTIR spectrum, providing "molecular fingerprints" of the ink samples thus allowing comparison by direct visual comparison. In this study, ink from blue (n=15) and red (n=15) ballpoint pens of five different brands: Kilometrico®, G-Soft®, Stabilo®, Pilot® and Faber Castell® was analysed using the FTIR technique with the objective of establishing a distinctive differentiation according to the brand. The resulting spectra were first compared and grouped manually. Due to the similarities in terms of colour and shade of the inks, distinctive differentiation could not be achieved by means of direct visual comparison. However, when the same spectral data was analysed by Principal Component Analysis (PCA) software, distinctive grouping of the ballpoint pen inks was acheived. Our results demonstrate that PCA can be used objectively to investigate ballpoint pen inks of similar colour and more importantly of different brands.
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‫مطيافية‬ ‫تقنية‬ ‫با�ستخدام‬ ‫اجلافة‬ ‫أقالم‬ ‫ال‬ ‫أحبار‬ ‫ا‬ ‫ت�سنيف‬ ‫والتقنيات‬ )FTIR( ‫احلمراء‬ ‫حتت‬ ‫أ�سعة‬ ‫بال‬ ‫فورير‬ ‫حتويل‬ ‫الكيميائية‬ ‫امل�ستخل�ص‬

‫احلمراء‬ ‫حتت‬ ‫أ�شعة‬ ‫لل‬ ‫فورير‬ ‫حتويل‬ ‫مطيافية‬ ‫تقنية‬ ‫أثبتت‬ ‫ا‬ ‫لقد‬ ‫والتي‬ ‫التقنيات،‬ ‫هذه‬ ‫يف‬ ‫يتم‬ ‫اجلافة.‬ ‫أحبار‬ ‫ال‬ ‫لتحليل‬ ‫اجليدة‬ ‫كفاءتها‬ ‫على‬ ‫للح�شول‬ ‫اجلاف‬ ‫احلرب‬ ‫عينات‬ ‫على‬ ‫�شوء‬ ‫توجيه‬ ‫املوقع،‬ ‫يف‬ ‫ت�شتعمل‬ ‫ب�شمة‬ ‫عنه‬ ‫ينتج‬ ‫ما‬ ‫احلمراء(‪)FTIR‬‬ ‫حتت‬ ‫أ�شعة‬ ‫بال‬ ‫فورير‬ ‫حتويل‬ ‫طيف‬ ‫املبا�شرة.‬ ‫الب�شرية‬ ‫املقارنة‬ ‫يتيح‬ ‫ما‬ ‫وهو‬ ‫احلرب‬ ‫لعينات‬ ‫جزيئية‬ ‫وكذلك‬ ‫أزرق‬ ‫ا‬ ‫قلم‬ ‫ع�شر‬ ‫خم�شة‬ ‫من‬ ‫أحبار‬ ‫ا‬ ‫حتليل‬ ‫مت‬ ‫الدرا�شة‬ ‫هذه‬ ‫يف‬ ‫فورير‬ ‫مطيافية‬ ‫تقنية‬ ‫با�شتخدام‬ ‫أحمر‬ ‫ا‬ ‫قلم‬ ‫ع�شر‬ ‫خم�شة‬ ‫من‬ ‫أحبار‬ ‫ا‬ ‫خمتلفة‬ ‫جتارية‬ ‫علمات‬ ‫خم�س‬ ‫من‬ )FTIR( ‫احلمراء‬ ‫حتت‬ ‫أ�شعة‬ ‫لل‬ ‫إن�شاء‬ ‫ا‬ ‫بهدف‬ ‫كا�شتل)‬ ‫فابر‬ ‫بايلوت،‬ ‫�شتابيلو،‬ ‫�شوفت،‬ ‫(كيلومرتك،جي‬ ‫التجارية.‬ ‫للعلمات‬ ً ‫وفقا‬ ‫مميزة‬ ‫جمموعات‬ ‫أوجه‬ ‫ل‬ ‫ونظرا‬ ، ً ‫يدويا‬ ‫الناجتة‬ ‫الطياف‬ ‫وجتميع‬ ‫مقارنة‬ ‫متت‬ ً ‫أول‬ ‫ا‬
Introduction
Forensic examination of questioned documents routinely involves both physical and chemical analyses of inks. As the methods of perpetrating forgery and alteration of documents are becoming increasingly more sophisticated, it is often difficult to determine which individual writing implement was responsible for making entries in a document; however, it is usually possible to identify the ink [1] .
There are two techniques generally used in forensic ink analysis, namely, destructive and non-destructive. The destructive technique requires removal of a small portion of the ink from the questioned document using an appropriate solvent followed by analysis using chromatographic, electrophoretic and spectroscopic techniques. On the contrary, in the non-destructive technique ink from the questioned text is analysed by in-situ Raman [2] or Infrared Spectroscopy [1, 3] .
FTIR has proven to be a useful tool in the analysis of bulk blue ballpoint pen ink [4] . By this technique, not only were the components of the ink determined, but also the classification of ballpoint inks had been made. On the basis of the components of the ink and classification of ballpoint inks, a pattern recognition system of artificial intelligence was made to describe the frequency and absorbance of the spectra in detail. More importantly, the pattern recognition technology could identify inks automatically and digitally. This pattern recognition technology is a new way to determine bulk blue ballpoint pen inks; it is fast, accurate, and nondestructive [4] .
Red seal inks were studied to investigate the feasibility of micro-attenuated total reflectance (ATR) FTIR spectroscopy [5] . The technique successfully differentiated red seal inks of similar colours from different manufacturers. A blind test conducted by Dirwono et al [5] showed that micro-ATR-FTIR can easily identify the origin of unknown red seal inks with high accuracy and preciscion. This technique was also successful in determining the sequence of heterogeneous line intersection from a personal seal and a ballpoint pen. The study showed that micro-ATR-FTIR is a valuable nondestructive tool for objective analysis of red seal inks [5] .
The FTIR technique provides both quantitative and qualitative information. The former is normally used in forensic science for comparative analysis of inks. It is a straightforward and fairly simple technique which can be used to determine the source origin of inks. The latter information is commonly subjected to chemometric analysis which helps to facilitate classification and individualisation of inks. The problem associated with presenting qualitative information in a court of law is that it is highly subjective, and the success of presenting such information will entirely depend upon the level of experience knowledge, and skills an examinar possesses.
In forensic ink analysis, even though the efficiency of instrumentations and analytical methods regarding the composition of ink have been successfully developed and established, the chemometrics area is not being extensively utilized to explore and support the analytical outcomes. Chemometrics is a powerful tool, especially when dealing with complicated multi-component or multi-variable data sets, as it allows the extraction of maximum information from the complex data sets [6] . In forensic ink analysis, Principal Component Analysis (PCA) is a chemometric technique that is commonly applied to aid forensic scientists in the interpretation of ink analysis outcomes [7] [8] [9] [10] [11] .
Principal Component Analysis (PCA)
PCA is a multivariate statistical method which allows a large number of sample data sets to be described in terms of a much smaller number of principal components. The first principal component, i.e. PC1, describes the gross average features of the data sets, while the second (PC2) and subsequent principal components introduce further specific features of decreasing significance. A score plot of the first two principal components is most commonly used to display the cluster outcomes of given data sets ‫الرئي�سية‬ ‫العنا�سر‬ ‫حتليل‬ ‫اجلنائية،‬ ‫أدلة‬ ‫ال‬ ‫املفتاحية:‬ ‫الكلمات‬ ‫مقارنة‬ ‫اجلافة،‬ ‫أقالم‬ ‫ال‬ ‫أحبار‬ ‫ا‬ ،)FTIR( ‫مطيافية‬ ،)PCA( ‫مبا�سرة‬ ‫ب�سرية‬ calculating the percent relative standard deviation (%RSD) of peak absorbancies at each wavenumber position for a set of three spectral measurements. All samples were analysed in triplicates. The spectral range used in the acquisition of data was from 1200-1800 cm -1 . The entire range, consisting of 344 data points, was used for PCA.
PCA
PCA was performed using MINITAB® Version 16.2.3 statistical software (Minitab Incorporated, State College, PA, USA). Prior to the introduction to the Minitab® environment, all FTIR spectra were prepared and processed in Microsoft Excel (Microsoft, Inc.).
3.Results and Discussion
The blank and FCB ballpoint pen inks were used for both repeatability and reproducibility studies to assess the robustness of the FTIR analysis. Figure 1 shows the spectral variations of the three FCB ballpoint pen inks with the blank. Direct visual observation of the spectra shows that the spectra of FCB ballpoint pens are overlapped and are not inundated by the spectra contributed by the blank, which is composed of a variety of organic and inorganic components. Furthermore, the %RSD of the readings was less than 5%, indicating that the variation within the sample is small. Thus, the FTIR analysis gave very good repeatability. Figure 2 shows the spectra generated from three different FCB ballpoint pens. Direct observation of the spectra shows that they are closely overlapped. The %RSD of the readings was less than 5%, indicating that the variation between the samples is small.
where samples having similar scores are positioned closely together. This technique facilitates classification and individualization of samples in an objective and reproducible manner [12] .
The aims of this study were to characterise blue and red ballpoint pen inks using FTIR spectroscopy, analyse the spectroscopic data of the ballpoint pen inks using the chemometric technique of Principal Component Analysis (PCA) and finally to establish objective and definite differentiation of the ballpoint pen inks using PCA.
2.Materials and Methods
Sample Collection
Inks from 15 blue and 15 red ballpoint pens were analyzed in this study. Pens were manufactured by five different manufacturers (Faber Castell 
FTIR Spectroscopy
An ink spot measuring approximately 2 cm in diameter was scribbled directly onto white filter paper. The spot was left to stand at room temperature for 10 minutes prior to the analysis. All spectra were obtained from an FTIR spectrometer (Bruker Technologies,USA) which incorporates an ATR sampling interface. The sample interface was wiped clean using tissue soaked with ethanol before and after the analysis. A reference spectrum of air was taken at the start of each day prior to any measurements to ensure the spectrometer was working correctly. The spectrum of the white filter paper was recorded and this served as a "Blank". The repeatability of the analysis was assessed by 
Red Ink Group
In general, all spectra from five different red ballpoint pen inks showed quite dissimilar spectral patterns. All spectra exhibited two prominent peaks at approximately 1350 cm -1 and 1600 cm -1 , respectively. However, they were different in the form of relative peak height and its shape, as illustrated in Figure 3 . Closer inspection of some of the spectra revealed the presence of weaks or shoulders that could arguably provide further discrimination. The differences in the five spectra of FCM, PLM, STM, KMM and GSM are shown in the region between 1450-1550 cm -1 and 1724-1755 cm -1 .
Blue Ink Group
The five spectra of the blue ballpoint pen inks of FCB, PLB, STB, GSB and KMB are shown in Figure 4 . The same prominent peaks are readily observable at 1600 cm -1 in the five spectra. The differences between the five spectra can be seen between 1425-1500 cm -1 and 1701-1751 cm -1 regions.
It is difficult to differentiate the ballpoint pen inks on the basis of direct manual examinations alone as evident in Figures 3 and 4 above. No distinct classification or identification could be achieved; therefore, a technique that can conclusively differentiate between ballpoint pen inks of similar color is needed. 
PCA of Red Ballpoint pen Inks
The PC score plot of the first two PCs, i.e. PC1 and PC2 for the red ballpoint pen inks is shown in Figure 5 . As is evident in the score plot, the red ballpoint pen inks can be successfully grouped into five distinctive clusters corresponding to the five different ballpoint pen brands considered in this study. Cluster A, B and C, which are positioned at the right hand side of the score plot, constitute red ballpoint pen inks of FCM, GSM and PLM,
PCA
PCA was applied to the FTIR spectra obtained from all the ballpoint pen inks using MINITAB® Version 16.2.3 statistical software (Minitab Incorporated, State College, PA, USA) in order to distinguish between the pen inks according to their brands. The wavelength region of 1200 -1800 cm -1 was subjected to PC analysis. The interpretation of the PCA was achieved using the score plot of the first two PCs, i.e. PC1 and PC2. respectively. Cluster D and E, positioned on the left hand side of the score plot, are constituted of red ballpoint pen inks of KMM and STM, respectively. The five distinctive clusters suggest that the red ballpoint pen inks investigated in this study have different ink formulations.
PCA of Blue Ballpoint pen Inks
The PC score plot of the first two PCs, i.e. PC1 and PC2 for the blue ballpoint pen inks is shown in Figure 6 . As is evident in the score plot, the blue ballpoint pen inks can be successfully grouped into five distinctive clusters corresponding to the five different ballpoint pen brands considered in this study. Cluster A, B and C, positioned at the left hand side of the score plot, constitute blue ballpoint pen inks of FCB, GSB and PLB, respectively. Cluster D and E, which are positioned on the right hand side of the score plot, constitute blue ballpoint pen inks of KMB and STB, respectively. Similar to the red ballpoint pen inks, the five distinctive clusters suggest that the blue ballpoint pen inks considered in this study also used different ink 
4.Conclusion
FTIR spectra of ballpoint pen inks generated from an FTIR spectrometer when coupled with Principal Component Analysis (PCA) is a powerful approach for characterizing blue and red ballpoint pen inks compared to conventional direct manual examinations of the FTIR spectra alone. Although simple and quick to perform, the interpretation of direct manual examination of FTIR spectra of ballpoint pen inks depends on the experience of the examiner. In contrast, chemometric techniques of PCA afforded more objective and meaningful outcomes. As shown in this study, ballpoint pen inks of two different colours i.e. blue and red of five different brands were successfully resolved and differentiated after undergoing chemometric treatments of PCA. Our results have shown that PCA can be used as an effective tool for examining questioned documents in order to characterise the ballpoint pen inks used in them.
